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MTS LVDT Cable # 570991-XX

PT06A-10-6S494 RJ-50 Modular Plug
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NOTE : If a PT06 mating connector is NOT available, any 4-pin connector pair can be used.
Cut off PT connector off MTS cable and install new connector pair to connect desired wires.

494 LVDT Cable To
Actuator Position
Potentiometer

Actuator

494.26 Dual DUC calibration

OFFSET = -5.0 Volts

Excitation = 10.0 Volts
GAIN = 2.0 V/V

This drawing is for 2 of the 3 actuator position cables. The Tempo II cable has to be used for the 3rd as only 2 LVDT cables are present.


